Pace Analytical Services, Inc.
1000 Riverbend Blvd. Suite F
St. Rose, LA 70087

ace Analytical (508 465,055

September 11, 2012

Sandy Wackett

DEQ LABORATORY
602 N. Fifth St.

Baton Rouge, LA 70802

RE: Project 20143712
Project ID: BAYOU CORNE NG SEEP

Dear Sandy Wackett:

Enclosed are the analytical results for sample(s) received by the laboratory on September 07,
2012. Results reported herein conform to the most current NELAC standards, where applicable,
unless otherwise narrated in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerly,

//,,,;% (et
Cindy Olavesen
cindy.olavesen@pacel abs.com

REPORT OF LABORATORY ANALYSIS
Thisreport shall not be reproduced, except in full, without the written consent of Pace Analytical Services, Inc.

Cover No Results 9/11/2012 17:29
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H H Pace Analytical Services, Inc.
Laboratory Certifications o R

ace Ana M 1cal " St. Rose, LA 70087

(504) 469-0333

Project: 20143712
Client: DEQ LABORATORY

Project ID: BAYOU CORNE NG SEEP

Washington Department of Ecology C2078

Oregon Environmental Laboratory Accreditation - LA200001

U.S. Dept. of Agriculture Foreign Soil Import P330-10-00119
Pennsylviania Dept. of Env Protection (NELAC) 68-04202

Texas Commission on Env. Quality (NELAC) T104704405-09-TX
Kansas Department of Health and Environment (NELAC) E-10266
Florida Department of Health (NELAC) E87595

Oklahoma Department of Environmental Quality - 2010-139
Illinois Environmental Protection Agency - 0025721

California Env. Lab Accreditation Program Branch - 11277CA
Louisiana Dept. of Environmental Quality (NELAC/LELAP) 02006

9/11/2012 17:29:32
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ace Analytical

Client: DEQ LABORATORY
Project ID: BAYOU CORNE NG SEEP

Client Sample D LabID Matrix
043-120906-01-0 201018664 Water
043-120906-02-0 201018665 Water

page 3 of 26

Sample Cross Reference

Pace Analytical Services, Inc.
1000 Riverbend Blvd. Suite F
St. Rose, LA 70087

(504) 469-0333

Project: 20143712

Collection Received
Date/Time Date/Time
06-Sep-12 13:10 07-Sep-12 12:15
06-Sep-12 13:10 07-Sep-12 12:15

CrossRef 9/11/2012 17:29:33
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ace Analytical

Client ID: 043-120906-01-0
Project ID: BAYOU CORNE NG SEEP
Lab ID: 201018664

Description: None

Method: EPA 6010
Metas, |CP, Water

Pace Analytical Services, Inc.
Sampl e ReSUItS 1000 Riverbend Blvd. Suite F
St. Rose, LA 70087
(504) 469-0333
Client: DEQ LABORATORY
Project: 20143712
Site: None
Matrix: Water % Moisture: n/a
Prep Level: Water Batch: 191740
Collected: 06-Sep-12 Received: 07-Sep-12

Prepared: 08- 12
Units: ug/L
Reporting
CASNo. Analyte Dilution Result Qu Limit Reg Limit Analysis
7440-70-2 Calcium 1 28200 5000 08-Sep-12 10:32 EJH
7439-95-4 Magnesium 1 7370 5000 08-Sep-12 10:32 EJH
7440-09-7 Potassium 1 6740 5000 08-Sep-12 10:32 EJH
7440-23-5 Sodium 1 245000 5000 08-Sep-12 10:32 EJH
7440-24-6  Strontium 1 141. 50.0 08-Sep-12 10:32 EJH

5 compound(s) reported

ND denotes the analyte was analyzed for but not detected at the reporting limit or method detection limit indicated.

Protocol 9/11/2012 17:30:54

Limits are corrected for sample size, dilution and moisture content if applicable.

Qu lists qualifiers. Specific qualifiers are defined at the end of the report.
Regulatory limit may denote an actual regulatory limit or a client-requested notification limit.
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Pace Analytical Services, Inc.
Sampl e ReSUItS 1000 Riverbend Blvd. Suite F
= ™ St. Rose, LA 70087
- ace Ana M ical (504) 469-0333
Client: DEQ LABORATORY
Client ID: 043-120906-02-0 Project: 20143712
Project ID: BAYOU CORNE NG SEEP Site: None
Lab ID: 201018665 Matrix: Water % Moisture: n/a

Description: None

Collected: 06-Sep-12 Received: 07-Sep-12

Reporting
Analyte Method Batch DF Result Qu Units Limit Prep. Analysis Limit
Chloride SM 4500-CI E 191685 10 429 D1 mg/L 10.0 07-Sep-12 07-Sep-12 13:44 IMA
Sulfate ASTM D516-9 191692 1 4.99 mg/L 1.00 07-Sep-12  07-Sep-12 12:36 IMA
Total Dissolved Solids ~ SM 2540C 191766 1 900. mg/L 10.0 08-Sep-12  08-Sep-12 09:20 IMA

3 parameter(s) reported

Inorganics 9/11/2012 17:30:55
ND denotes the analyte was analyzed for but not detected at the reporting limit or method detection limit indicated. Limits are corrected for sample size, dilution and moisture content if applicable.

Qu lists qualifiers. Specific qualifiers are defined at the end of the report.
Regulatory limit may denote an actual regulatory limit or a client-requested notification limit.
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Pace Analytical Services, Inc.
Sampl e ReSUItS 1000 Riverbend Blvd. Suite F
= ™ St. Rose, LA 70087
- adce AnaM ical (504) 469-0333
Client: DEQ LABORATORY
Client ID: 043-120906-02-0 DUP 1 Project: 20143712
Project ID: BAYOU CORNE NG SEEP Site: None
Lab ID: 201018665 DUP 1 Matrix: Water % Moisture: n/a

Description: None

Collected: 06-Sep-12 Received: 07-Sep-12

Reporting
Analyte Method Batch DF Result Qu Units Limit Prep. Analysis Limit
Sulfate ASTM D516-9 191692 1 4.37 mg/L 1.00 07-Sep-12 07-Sep-12 12:36 IMA
Total Dissolved Solids ~ SM 2540C 191766 1 905. mg/L 10.0 08-Sep-12  08-Sep-12 09:20 IMA

2 parameter (s) reported

Inorganics 9/11/2012 17:30:55
ND denotes the analyte was analyzed for but not detected at the reporting limit or method detection limit indicated. Limits are corrected for sample size, dilution and moisture content if applicable.

Qu lists qualifiers. Specific qualifiers are defined at the end of the report.
Regulatory limit may denote an actual regulatory limit or a client-requested notification limit.
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Pace Analytical Services, Inc.
Sampl e ReSUItS 1000 Riverbend Blvd. Suite F
- ™ St. Rose, LA 70087
- ace Ana M ical (504) 469-0333
Client: DEQ LABORATORY
Client ID: 043-120906-02-0 MS 1 Project: 20143712
Project ID: BAYOU CORNE NG SEEP Site: None
Lab ID: 201018665 MS 1 Matrix: Water % Moisture: n/a
Description: None
Collected: 06-Sep-12 Received: 07-Sep-12
Reporting
Analyte Method Batch DF Result Qu Units Limit Prep. Analysis Limit
Sulfate ASTM D516-9 191692 1 185 mg/L 1.00 07-Sep-12 07-Sep-12 12:36 IMA
1 parameter(s) reported
Inorganics 9/11/2012 17:30:55

ND denotes the analyte was analyzed for but not detected at the reporting limit or method detection limit indicated.
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Limits are corrected for sample size, dilution and moisture content if applicable.
Qu lists qualifiers. Specific qualifiers are defined at the end of the report.
Regulatory limit may denote an actual regulatory limit or a client-requested notification limit.



ace Analytical

Batch: 191740

Method: Water ICP Metals

LCS
Parameter Name Spike
Calcium 10000
Magnesium 10000
Potassium 10000
Sodium 10000
Strontium 1000

5 compound(s) reported

LCS LCS
Found %Rec

9000
8830
9340
9370
903.

90
88
93
94
90

MS
Spike

10000
10000
10000
10000

1000

Quality Control

Project: 20143712

MS:

Units: ug/L M SD:

Original for MS;
Sample MS MSD MS

Found Found Found %Rec
74400 82000 85900 76
23400 32200 33800 88
4510 14200 14900 97
32200 41300 43300 91
384. 1290 1350 90

LCS

201018852 08-Sep-12 10:11

201018853 08-Sep-12 10:18

201018854 08-Sep-12 10:21

Pace Analytical Services, Inc.
1000 Riverbend Blvd. Suite F
St. Rose, LA 70087
(504) 469-0333

Max

20
20
20
20

Batch Sample 201018316
MSD QC Limits
%Rec RPD LCS MSMSD RPD

115 5 81-125 10-181

104 5 84-119 33-160

104 5 77-124 48-166

111 5 71-131 17-178

97 5 82123 70-125

20

* denotes recovery outside of QC limits.

MS/MSD RPD is calculated via SW-846 ruleson the basis of spiked sample concentrationsrather than spike recoveries.

page 8 of 26

QC Protocol 9/11/2012 17:30:56



esy Pace Analytical Services, Inc.
BI ank R ItS 1000 Riverbend Blvd. Suite F

ace Analytical e 465,065

Blank ID: 191740 BLANK 1 Project: 20143712

Lab ID: 201018851

Prep Level: Water Batch: 191740
Method: Water ICP Metals

Prepared: 08- 12

Units. ug/L
Reporting
CASNumb Analyte Dilution Result Qu Limit Analysis
7440-70-2 Calcium 1 62.0 J 5000 08-Sep-12 10:07 EJJH
7439-95-4 Magnesium 1 ND 5000 08-Sep-12 10:07 EJJH
7440-09-7 Potassium 1 ND 5000 08-Sep-12 10:07 EJJH
7440-23-5 Sodium 1 ND 5000 08-Sep-12 10:07 EJJH
7440-24-6  Strontium 1 ND 50.0 08-Sep-12 10:07 EJH

5 compound(s) reported

Protocol Blank 9/11/2012 17:30:5
ND denotes the analyte was analyzed for but not detected at the reporting limit or method detection limit indicated. Limits are corrected for sample size, dilution and moisture content if applicable.

Qu lists qualifiers. Specific qualifiers are defined at the end of the report.
Regulatory limit may denote an actual regulatory limit or a client-requested notification limit.
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H H Pace Analytical Services, Inc.
I norganics Quality Control o R
St. Rose, LA 70087

ace Analytical (508 465,055

Project: 20143712

LCS LCS LCS MS Sample MS MSD MS MSD QCLimits Max Qu
Parameter Batch Blank Units Spike Found %Rec Spike Found Found Found %Rec%Rec RPD LCS MSMSD RPD
Chloride 191685 < 1.00 mg/L  69.0 631 91 100. 58.5 138. 79 0 90-110 75-125 20
Sulfate 191692 < 1.00 mg/L 309 291 94 10.0 5.00 185 135* 13 90-110 75-125 20
Total Dissolved Solid 191766 < 10.0 mg/L  100. 810 81 1 80-120 20

QC Inorganic 9/11/2012 17:30:59

* denotes recovery outside of QC limits.

MS/MSD RPD iscalculated via SW-846 ruleson the basis of spiked sample concentrationsrather than spike recoveries.
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HI I 3 Pace Analytical Services, Inc.
DeflnltlonS/QuallflerS 1000 Riverbend Blvd. Suite F

ace Analytical e 465,065

Value

D1

LCS
MS(D)
DUP

RPD

Project: 20143712

Description

The analysis was performed at a dilution due to the high analyte concentration.

This estimated value for the analyte is below the adjusted reporting limit but above the instrument reporting limit.
The analyte was analyzed for but not detected at the reporting limit or method detection limit indicated.

This analyte was detected in the method blank.

The sample concentration is above the linear calibrated range of the analysis.

Laboratory Control Sample.

Matrix Spike (Duplicate).

Sample Duplicate.

Relative Percent Difference.

Qualifiers 9/11/2012 17:31:00
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Pace Analytical Services, In

1000 Riverbend Blvd. Suite F

- ™ St. Rose, LA 7008

_APace Analytical (504) 469-033:

Chainsof Custody
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Phce Analytical”

INTERNAL CHAIN OF CUSTODY

EPN/SDG #: 20 )LD T /A
Client: e
Analytical Fraction: Y &7- s ] -~ é .
PACE ID CLIENT ID PACE ID “"CLIENT ID
Moiol K o043-i2034¢ - di=0
M&éﬁq 043124586, 020
DATE | RELINQUISHED BY | RECEIVED BY | COMMENTS
I’r!ntedName T }Ifs Printed Name: —r‘mo_\ %[E_{
’ "7"‘}' ] 7 ,/ e V a AA .
z _ R B _tadName‘ é’é, = : o
1 ] -
gﬂnudﬂm_o: %t&amm
i - i .
gﬁﬁ ; nb??r;ame:
g . -
Prin gﬁﬁme:.
Signature: ] !
1 Priutsd Name: PﬂntedNa:gal
Signature! Si;
Printed Name: Printad Name:
Slematura; 8 !
Printed Naime: Printed Name!
Signaturs 8pmature
Printed Name: Brinted Nawe,
. Slgratre: Sigoaturs:
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' aaeAnéyﬁcal i

INTERNAL CHAIN OF CUSTODY

EPN/SDG #: 201437/
Client: ey
Analytical Fraction: ey \F/_ wwd , S £ Vi
PACE ID CLIENT 1D PACE ID T CLIENT ID
Mool By o3 i2094e. - di=0
D011 866S| 043124 506 ~0A-0
DATE RELIN‘QUISHED BY RECEIVED BY ) QOMMENTS
Pr!nteiIName Sz )T,a ~ | Frinted Name: to.rl U PR
.?‘,‘749- , S—— e
Shgneere: ﬁra: -
Brintad Name: Printed Name:
1 : &
%ﬁ%ﬁ f‘ﬁs ntq?mﬁ.nma:
Bi, ; 1 '
Printed Nanie: %%amm.
Signature: 8 ]
nted Name: P tadNan_!el
Sl yo! 5]
Printed Name: Printed Name;
Signature: Blgnature:
Printed Name: Frinted Name:
Sienatire: Bipmuinre:
Printed Name: Brinted Name!
. Slpvanre: Siguature:
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~Phosaytica” . polebod

r

INTERNAL CHAIN OF CUSTODY

EPNADG#: OIS 7/.52 e

Client: ! ., ﬁ@’&
Annlytical Fraction: B

PACE““ﬁ |
20 i) fd&f:‘:
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et
] j’i? _ . Sample Co
/.-FaceAnalytical
1000 Riverbend. Blvd., Suite F

/ 5t Rose, LA 70087

Courler; E}Agace Courier 0O Hackbarth 0O FedX 0O UPS O BHL O USPS DO Customer m/ Other
e

Custody Seal on Coole@x Present: [see COC] - Custody Seals intact: s [INo
Therometer ofherm Fisher IR 1
Used: o Therm Fisher IR 2 Type of Ice: et / Blue None Samples onice: [see COC]

' D Therm Fisher IR 4

Date and Initials of person e

G-/ -fr’?l%)

Cooler Temperature: {see COC] Temp should be above freezing to 6°C contents:
Temp must be measurad from Temperature blank when present Comments:
Temperature Blank Present™? Clves Bﬁ a1
Chain of Custody Present: s CINo [wia]2
Chain of Custody Complete: es [INo OIN/A|3
Chain of Custody Relinquished: ] o8 'EINo Civia 4
Sampler Name & Signalure on COC: Yes [INo [Ina|5
Samples Arrived within Hold Time: Yes ONo [InA |6
Sufficient Volume: Yes LINo [IN/A |7
Correct Containers Used: Yes ONo OIN/AJS
Filtered vo!, Rec. for Diss. tests ' Dlves Offo Cinia 9
Sample Labels match COC: es [CINo [CIN/A]M0

All containers received within manafacture's
precautionary and/or expiration dates.

All containers neading preservation have besn

es [INo [CIN/A 11

checked (except VOA, coliform, & O&G). s 9,”° Ol

All containers preservation checked found to be in If No, was preserative added? oYes oNo

compliance with EPA recommendation. es [INo [INAL, 4 if added record lot no.: HNO3 H2S04
Samples checked for dechlorination: Oves ONe DOR/A|14

Headépace in VOA Vials ( >6mm): Cves ONo [AN/A]14

Trip Blank Present: Oves ONo (A4 [16

Trip Blank Custody Seals Present Oves [No m 17

Pace Trip Blank Lot # (if phrchased): N/A 18

Client Notification/ Resolution:
Parson Contacted:; DatefTime:

Comments/ Resolution:

ALLC003rev.06, 28Jul2010 - mod
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Pace Analytical Services, In

1000 Riverbend Blvd. Suite

- ™ St. Rose, LA 7008

. aceAna M jcal (504) 469-033

Subcontract Data/Reports
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Pace Analytical Services, Inc.

ace Analytical cecs Lorer v

www.pacelabs.com Lenexa, KS 66219
(913)599-5665

September 11, 2012

Project Manager

Pace Analytical New Orleans
1000 Riverbend Blvd

Suite F

St. Rose, LA 70087

RE: Project: 20143712 BAYOU CORNE NG SEEP
Pace Project No.: 60128608

Dear Project Manager:

Enclosed are the analytical results for sample(s) received by the laboratory on September 08, 2012.
The results relate only to the samples included in this report. Results reported herein conform to the
most current TNI standards and the laboratory's Quality Assurance Manual, where applicable, unless
otherwise noted in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,
Pt frasagn-
Alice Flanagan

alice.flanagan@pacelabs.com
Project Manager

Enclosures

cc: "Randy" William Shacleford, PASI New Orleans

REPORT OF LABORATORY ANALYSIS Page 1 of 8

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical cecs Lorer v

www.pacelabs.com Lenexa, KS 66219
(913)599-5665

CERTIFICATIONS

Project: 20143712 BAYOU CORNE NG SEEP
Pace Project No.: 60128608

Kansas Certification IDs

9608 Loiret Boulevard, Lenexa, KS 66219 Louisiana Certification #: 03055

A2LA Certification #: 2456.01 Nevada Certification #: KS000212008A
Arkansas Certification #: 12-019-0 Oklahoma Certification #: 9205/9935
Illinois Certification #: 002885 Texas Certification #: T104704407-12-3
lowa Certification #: 118 Utah Certification #: KS000212012-2

Kansas/NELAP Certification #: E-10116

REPORT OF LABORATORY ANALYSIS Page 2 of 8

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical cecs Lorer v

www.pacelabs.com Lenexa, KS 66219
(913)599-5665

SAMPLE SUMMARY

Project: 20143712 BAYOU CORNE NG SEEP
Pace Project No.: 60128608

Lab ID Sample ID Matrix Date Collected Date Received
201018665 043-120906-02-0 Water 09/06/12 13:10 09/08/12 09:00
REPORT OF LABORATORY ANALYSIS Page 3 of 8

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

page 21 of 26



ace Analytical

www.pacelabs.com

SAMPLE ANALYTE COUNT

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

Project: 20143712 BAYOU CORNE NG SEEP
Pace Project No.: 60128608
Analytes
Lab ID Sample ID Method Analysts Reported Laboratory
201018665 043-120906-02-0 EPA 300.0 oL 1 PASI-K
REPORT OF LABORATORY ANALYSIS Page 4 of 8

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

Pace Analytical Services, Inc.
www.pacelabs.com

9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

ANALYTICAL RESULTS
Project: 20143712 BAYOU CORNE NG SEEP
Pace Project No.: 60128608

Sample: 043-120906-02-0 Lab ID: 201018665 Collected: 09/06/12 13:10 Received: 09/08/12 09:00 Matrix: Water
Parameters Results Units Report Limit DF

Prepared Analyzed CAS No.
300.0 IC Anions 28 Days

Qual

Analytical Method: EPA 300.0
Bromide

1.1 mgiL 10 1

09/10/12 15:54 24959-67-9

Date: 09/11/2012 04:00 PM REPORT OF LABORATORY ANALYSIS

Page 5 of 8
This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Pace Analytical Services, Inc.
9608 Loiret Blvd.
Lenexa, KS 66219

(913)599-5665

QUALITY CONTROL DATA

Project: 20143712 BAYOU CORNE NG SEEP
Pace Project No.: 60128608
QC Batch: WETA/21578 Analysis Method: EPA 300.0
QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions
Associated Lab Samples: 201018665
METHOD BLANK: 1057526 Matrix: Water
Associated Lab Samples: 201018665
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Bromide mg/L ND 1.0 09/10/12 11:16
LABORATORY CONTROL SAMPLE: 1057527
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Bromide mg/L 4.9 98 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 1057528 1057529
MS MSD
1208676001  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Bromide mg/L ND 250 250 264 261 97 96 75-119 1 10
MATRIX SPIKE SAMPLE: 1057530
60127896001 Spike MS MS % Rec
Parameter Units Result Conc. Result % Rec Limits Qualifiers
Bromide mg/L ND 250 267 107 75-119
Date: 09/11/2012 04:00 PM REPORT OF LABORATORY ANALYSIS Page 6 of 8

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical cecs Lorer v

www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALIFIERS

Project: 20143712 BAYOU CORNE NG SEEP
Pace Project No.: 60128608

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.
ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.

PRL - Pace Reporting Limit.

RL - Reporting Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.

LABORATORIES

PASI-K Pace Analytical Services - Kansas City

Date: 09/11/2012 04:00 PM REPORT OF LABORATORY ANALYSIS Page 7 of 8

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Pace Analytical Services, Inc.

ace Analytical cecs Lorer v

www.pacelabs.com Lenexa, KS 66219
(913)599-5665

QUALITY CONTROL DATA CROSS REFERENCE TABLE

Project: 20143712 BAYOU CORNE NG SEEP
Pace Project No.: 60128608

Analytical
Lab ID Sample ID QC Batch Method QC Batch Analytical Method Batch
201018665 043-120906-02-0 EPA 300.0 WETA/21578
Date: 09/11/2012 04:00 PM REPORT OF LABORATORY ANALYSIS Page 8 of 8

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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